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Human respiratory syncytial virus (HRSV) is the most prevalent pathogen contributing

to acute respiratory tract infections (ARTI) in infants and young children and can lead to

significant financial andmedical costs. Here, we developed a simultaneous, dual-gene

and ultrasensitive detection system for typing HRSVwithin 60minutes that needs only

minimum laboratory support. Briefly, multiplex integrating reverse transcription-

recombinase polymerase amplification (RT-RPA) was performed with viral RNA

extracted from nasopharyngeal swabs as a template for the amplification of the

specific regions of subtypes A (HRSVA) and B (HRSVB) of HRSV. Next, the Pyrococcus

furiosus Argonaute (PfAgo) protein utilizes small 5’-phosphorylated DNA guides to

cleave target sequences and produce fluorophore signals (FAM and ROX). Compared

with the traditional gold standard (RT-qPCR) and direct immunofluorescence assay

(DFA), this method has the additional advantages of easy operation, efficiency and

sensitivity, with a limit of detection (LOD) of 1 copy/mL. In terms of clinical sample

validation, the diagnostic accuracy of the method for determining the HRSVA and

HRSVB infectionwas greater than95%. This technique provides a reliable point-of-care

(POC) testing for the diagnosis of HRSV-induced ARTI in children and for outbreak

management, especially in resource-limited settings.
KEYWORDS

human respiratory syncytial virus (HRSV), typing diagnosis, reverse transcription
recombinase polymerase amplification (RT-RPA), pyrococcus furiosus argonaute,
point of care (POC)
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1 Introduction

The most common infectious illness in pediatrics is acute

respiratory tract infection, which can be classified as acute upper

respiratory tract infection (AURTI) and acute lower respiratory

tract infection (ALRTI). Moreover, ALTRI is a leading etiology of

mortality in children under the age of five after infection (Nair et al.,

2010). Viruses, bacteria, atypical pathogens, and fungi are among

the pathogens that cause respiratory tract infections. Among these

pathogens, human respiratory syncytial virus (HRSV) is the most

common viral infection causing ALRTI in children under the age of

five around the world (Kyu et al., 2016). HRSV is a virus of the

Paramyxoviridae family that is enveloped and nonsegmented, with

a single negative-strand RNA genome (Collins et al., 2013). HRSV

can be divided into two antigenic subgroups, HRSVA and HRSVB,

which exhibit genome-wide sequence divergence. Both of these

subtypes are widespread in the population, with subtype A being

more common (Peret et al., 2000; Ren et al., 2015; Song et al., 2017).

Determining the diversity and frequency of its genome can be

supported by HRSV typing. Research on the epidemiological

characteristics of HRSV vaccine development and clinical

principles is significantly facilitated by this categorization

(Borchers et al., 2013; Papi et al., 2023; Pierangeli et al., 2023).

According to epidemiological studies, HRSV-infected children

accounted for 22% of all ALTRI-infected children between 2013 to

2022, with approximately 200,000 deaths accounting for 9% of the

total deaths (Kyu et al., 2016). Accurate and timely diagnosis of

HRSV infection is undoubtedly beneficial for patient care and

reducing unnecessary antibiotic utilization. This approach may

also minimize ancillary testing, decrease the length of

hospitalization, and make it possible for isolation to be quickly

implemented to stop the transmission of viruses in hospitals and

long-term care settings (Chartrand et al., 2015). Therefore, rapid

and sensitive point-of-care (POC) testing is vital for the clinical

diagnosis and treatment of HRSV infection. Currently, there are

three HRSV diagnostic modalities in clinic. Viral culture is the gold

standard for traditional HRSV diagnosis, but it has a long

turnaround time, limited sensitivity and susceptibility to multiple

factors. Direct immunofluorescence assay (DFA) and rapid antigen

detection tests (RADTs) for HRSV detection are widely used and

commercialized methods but are less sensitive than PCR

(Chartrand et al., 2015). Reverse transcriptase PCR (RT-PCR) has

a much shorter turnaround time, high sensitivity and specificity

(Falsey and Walsh, 2006), but it requires specific thermal cyclers

and complex, time-consuming operation (Banerjee et al., 2019). All

these factors make its implementation challenging in resource-

limited countries. Therefore, it is urgent to develop a point-of-

care (POC) testing for HRSV infection.

To address the demand for POC testing, isothermal nucleic acid

amplification methods have been introduced (Liu et al., 2023).
Abbreviations: HRSV, human respiratory syncytial virus; AURTI, Acute Upper

Respiratory Tract Infection; ALRTI, Acute Lower Respiratory Tract Infection;

POC, Point-of-care; PfAgo, Pyrococcus furiosus Agonaute; RT-RPA, reverse

transcription Recombinase Polymerase Amplification; gDNA, guide DNA;

DFA, direct immunofluorescence assay; LOD, limit of detection.
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These methods included recombinase polymerase amplification

(RPA), recombinase-aided amplification (RAA), multiple-cross-

displacement amplification (MCDA) and loop-mediated

isothermal amplification (LAMP). Compared with typical PCR

methods, these tools can be applied in 30–40 minutes at a

constant temperature using a single-temperature heat source (e.g.,

a water bath) without the need for commercial thermocyclers (Nam

and Ison, 2019; Qian et al., 2021). These advantages also enable

them to develop a suitable POC testing in this field, especially in

low-resource settings. RPA has undergone rapid development in

recent years as an isothermal amplification technique due to its high

speed, sensitivity, multiplexibility, and constant temperature

reaction conditions. Therefore, we can construct new nucleic acid

detection techniques with rapidity, accuracy, and high sensitivity

based on these isothermal amplification techniques. Recently, the

molecular diagnostic community has been intrigued by

programmable endonucleases, such as prokaryotic Argonaute

(pAgo) and CRISPR/Cas (Clustered Regularly-Interspaced Short

Palindromic Repeats). Pyrococcus furiosus Argonaute (PfAgo) is a

novel DNA-guided programmable endonuclease. It utilizes small

5’-phosphorylated single-strand DNA guides to specifically cleave

DNA targets without the need for a protospacer-adjacent motif

(PAM) or protospacer flanking site (PFS) on the target sequence,

which largely extends its application in the selection of available

target DNA sequences (Swarts et al., 2015; Enghiad and Zhao,

2017). In addition, unlike CRISPR/Cas systems, the PfAgo

endonuclease exploits guide DNA (gDNA) rather than guide

RNA to help target DNA cleavage. Compared to guide RNA,

gDNA is more convenient for in vitro applications due to its

greater stability and ease of synthesis. Theoretically, PfAgo

combined with isothermal amplification technology can create

highly precise, sensitive, and dependable detection assays

(Kuzmenko et al., 2019). Examples included PfAgo-triggered

detection of pathogens that infect human or animals, such as

SARS-CoV-2(F. Wang et al., 2021; Xun et al., 2021), human

papillomavirus (HPV) (Wang et al., 2021) and enterocytozoon

hepatopenaei (EHP) (Yang et al., 2023).

Here, we describe a novel nucleic acid detection system that uses

efficient integrated multiplex reverse transcription RPA (RT-RPA) and

PfAgo for one-tube simultaneous typing diagnosis of HRSVA and

HRSVB. The entire detection process was completed within 60

minutes, achieving a sensitivity of 1 copy/mL. The RT-RPA-PfAgo

reactions were carried out at constant temperatures of 39°C and 95°C,

therefore a water or metal bath may suit the experimental conditions.

The fluorescence signal produced by the reaction might be measured

with a portable fluorescence detector or seen with the naked eye under

blue light. The RT-RPA-PfAgo platform established in this study may

have excellent application value for POC testing of HRSV infection.
2 Experimental section

2.1 Materials

All primers, gDNA, probes and HRSV standards were

synthesized by GENEWIZ Biotechnology Co., Ltd. (Suzhou,
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China). The basic RPA kit was purchased from Qitian Gene

Biotechnology Co., Ltd. (Jiangsu, China). The purification kit was

obtained from Tiangen Biochemical Technology (Beijing, China).
2.2 Nucleic acid preparation

The RPA primers were designed using parameters according to

the TwistAmp® Analyt ica l Des ign Manual (ht tps : / /

www.twistdx.co.uk/support/rpa-assay-design/) and BLAST(Basic

Local Alignment Search Tool, National Center for Biotechnology

Information) in combination with Primer Premier 5.0 software

(Premier Biosoft, San Francisco, CA, USA). Alignment analysis of

five HRSV subtype A strains (NCBI Accession: KT992094.1,

MW020599.1, MZ221205.1, ON729318.1, and KY967364.1) and

four HRSV subtype B strains (NCBI Accession: MG642066.1,

MF001058.1, MH327947.1, and OM857397.1) was performed to

evaluate the sequence specificity of the primers. Within the

respective range of the best primer pair amplification, two pairs

of gDNA were designed on the righteous strand and antisense
Frontiers in Cellular and Infection Microbiology 03
strand, and their corresponding probes were designed on this basis.

All primers, gDNA, and fluorescent probes were synthesized by

GENEWIZ (GENEWIZ Biotechnology Co., Ltd., Suzhou, China).

All oligonucleotides are shown in Table 1.
2.3 Expression and purification of the
PfAgo protein

The purification of the PfAgo protein (NCBI-Protein ID:

WP_011011654.1) was performed following a protocol reported

previously (Ye et al., 2022). In brief, codon optimization of the PfAgo

gene was performed using JCat software (http://www.jcat.de/). The

PfAgo gene was subsequently obtained by gene synthesis and cloned

and inserted into the pET28a (+) plasmid for recombinant protein

expression. Finally, the N-terminally tagged His fusion protein was

induced in the E. coli BL21 (DE3) strain with 1 mM IPTG at 37°C and

purified through Ni-affinity chromatography on an AKTA Prime Plus

system (GE Healthcare Life Sciences, Boston, MA). Storage buffer (20

mM Tris-HCl (pH 8.0), 300 mMNaCl, 0.5 mMMnCl2, and 15% (v/v)
TABLE 1 Oligonucleotides primers.

Oligonucleotides Sequence (5’-3’) Production (bp) Location (Seq No.)

HRSVAF1 AGGACCTACATCTGCTCGGGATGGTA 338 10~35

HRSVAR1 ATTCGTTTGGTTGGATGATTGGGTTG 322~347

HRSVAF2 AGGACCTACATCTGCTCGGGATGGTA 330 10~35

HRSVAR2 GGTTGGATGATTGGGTTGGTTAGTTTG 313~339

HRSVAF3 CACATTAGTAGTGGCAAGTGCAGGACC 335 1~27

HRSVAR3 GGATGATTGGGTTGGTTAGTTTGTTGG 309~335

HRSVBF1 AAGACTTAGGAATGAGGAAAGCGAAAA 223 10~36

HRSVBR1 TTATTTGTTCGGTCTGGCAGTTGATTC 206~232

HRSVBF2 GCTATGGCAAGACTTAGGAATGAGG 229 2~26

HRSVBR2 TGGTGGTTCTGCTGACGGACGTTTA 206~230

HRSVBF3 AGGCTATGGCAAGACTTAGGAATGAGG 230 1~27

HRSVBR3 ATTTGTTCGGTCTGGCAGTTGATTC 207~231

gDNA1 P-CGCTCGGGATGGTATA

gDNA2 P-CGAGATGCCATGGTTG

PorbeA1 BHQ1-CCTTCGGTATAAGAGATGCCAGCAAATCAA-FAM

gDNA3 P-CTGTAGACGAGCCCTA

gDNA4 P-TCATATTCTCTACGGT

PorbeA2 BHQ1-TTACCGCCCTACCATATTCTCCTTCTCCAG-FAM

gDNA5 P-CGACAACGATAGTGAC

gDNA6 P-CGAGTGACTTGTTGGA

PorbeB1 BHQ2-TGACTGACCGTTGGAAGACAACGATCTGAC-ROX

gDNA7 P-CGTGAGTTGATCACTG

gDNA8 P-GTGTTGTTGATTGCTG

PorbeB2 BHQ2-CACGACCTGTTGCTGAGTGAGTTGAGACAC-ROX
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glycerol) was used to maintain the purity of the protein, and aliquots

were stored at -80°C.
2.4 Generation of HRSV RNA standards

The partial sequences of the HRSV subtype A strains (nt2817–

3146, KT992094.1) and HRSV subtype B strains (nt2853–3107,

MG642066.1) were integrated into the pGEM-T vector and

transformed into Top10 competent cells by GENEWIZ

(GENEWIZ Biotechnology Co., Ltd., Suzhou, China). Then, the

positive inserts were transcribed using T7 RiboMAX™ Large Scale

RNA Production Systems (Promega, US). The transcribed RNA

concentration was determined by NanoDrop™ ND-2000

spectrophotometry (Thermo Fisher) and calculated by the formula:

Amount (RNA copies/µl) = (X g/µL RNA × 6.022 ×1023)/

(nt transcript length × 340) (Xu et al., 2020). The obtained HRSVA

and HRSVB RNA standards were confirmed by PCR and stored at

-80°C until the experiment.
2.5 Basic RPA and RT-RPA

Basic RPA was used for the screening of the RPA primers. The

RPA assay was conducted using a commercial basic RPA kit (No:

B00000) (Jiangsu Qitian Gene Biotechnology Co., Ltd., China). The

50 mL final reaction mixture contained 2.4 mL each forward primer

(10 mM), 2.0 mL MgACO (280 mM), 25 mL buffer A, 2.0 mL HRSV

genomic cDNA, lyophilized enzyme pellets and ddH2O. The

reaction tube was turned up and down 10 times to mix well. The

reaction time and temperature were optimized to 30 minutes and

39°C, respectively. RPA was carried out on a Life Touch Thermal

Cycler (Bioer Technology Co., Ltd., China), after which all the RPA

products were analyzed on a 2% agarose gel. The RT-RPA reactions

were carried out according to the instructions of the RT-RPA

Nucleic Acid Amplification Reagent (No: B00R00) (Jiangsu Qitian

Gene Biotechnology Co., Ltd., China), and all the operations were

performed according to the instruction manual. The 50 mL reaction

mixture included 25 mL Buffer V, 2 mL each primer (10 mM), 4 mL
RNA template, MgACO (280 mM), lyophilized enzyme pellets and

ddH2O to replenish the remaining space.
2.6 PfAgo cleavage system

The 25mL PfAgo reaction system contained 4 mL PfAgo (200 U/

mL), 4 mL each gDNA (10 mM), 2mL of each signal-producing

ssDNA reporter (10 mM) and 2mL endonuclease reaction buffer (15

mM Tris/HCl pH 8.0, 250 mM NaCl, and 0.5 mM MnCl2),4 mL
purified amplification product, 9mL ddH2O, and then incubated for

30 min at 95°C in SLAN-96S Real Time PCR Detection System

(Shanghai Hongshi Medical Technology Co., Ltd, Shanghai, China)

with the FAM/ROX fluorescence signal recorded in 30

seconds intervals.
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2.7 Validation of the RT-RPA-PfAgo
detection platform products

The products obtained after PfAgo cleavage were verified using

Urea-PAGE Gel. The Urea-PAGE mixture consisted of three layers:

the lowest layer was 15% Urea-PAGE (15% Urea-PAGE Gel

solution 2.5 mL, 10% APS 12.5 mL, and TEMED 2.5 mL); the
middle layer was 12% Urea-PAGE (12% Urea-PAGE Gel solution

4.0 mL, 10% APS 20.0 mL, and TEMED 4.0 mL); and the top layer

was a concentrated gel (Urea 1.47 g, PAA 350 mL, 5% TBE 700 mL,
APS 35 mL and TEMED 3.5 mL, with ddH2O added to 3.5 mL).

Urea-PAGE was performed at 200 V for 30 minutes before use, and

the sample was loaded at 200 V for 15 minutes and 150 V for 30

minutes. After electrophoresis, the Urea-PAGE gel was decolorized

in staining solution for 30 mins and imaged.
2.8 Optimization of the RT-RPA-PfAgo
detection platform

To determine the effect of each parameter on the efficiency of

the PfAgo system, we optimized the volume of PfAgo, gDNA, Mn2+,

and template to obtain the most efficient reaction system. The

results of each optimization were analyzed by the SLAN-96S Real

Time PCR Detection System. The reaction was carried out at 95°C

for 30 minutes, and the fluorescence values were collected at 30

seconds intervals. The optimum scenario occurs when the

fluorescence peaks are faster and higher.
2.9 Evaluation of the RT-RPA-PfAgo
detection platform

To evaluate the limit of detection (LOD) of the RT-RPA-PfAgo

platform, the synthesized HRSV RNA standards were diluted in

ddH2O (ranging from 106 to 1 copy/mL) and assessed by the RT-

RPA-PfAgo platform at 39°C for 30 minutes. For specificity

assessment, SARS-CoV-2, influenza virus, adenovirus, Klebsiella

pneumoniae, Streptococcus pneumoniae and Staphylococcus aureus

were collected. All the experiments were independently replicated

three times.
2.10 Clinical sample preparation

A total of 150 nasopharyngeal swabs were obtained from

children with respiratory illness who were hospitalized at the

Children’s Hospital of the Second Affiliated Hospital of Shantou

University School of Medicine, Shantou, China, between October

2022 and June 2023. The ages ranged from 1 month to 2 years. All

nasopharyngeal swabs were placed in 2 ml of Dulbecco’s Modified

Eagle Medium (DMEM) and stored in an ultralow temperature

freezer at -80°C. This study was approved by the Medical Ethics

Committee of the Second Affiliated Hospital of Shantou University
frontiersin.org
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Medical College (permit number: 2020–31). RNA was collected

from pharyngeal swabs using an RNA Swab Extraction Kit

(Solarbio Science & Technology Co., Ltd., Beijing. China)

according to the reagent vendor’s instructions and stored in a

-80°C freezer. All samples were tested RT-RPA-PfAgo platform,

RT-PCR (human Respiratory Syncytial Virus (HRSV) Typing A&B

Real Time RT-PCR Kit, Liferiver Bio-Tech Co., Ltd., Shanghai,

China) and DFA (D3 Ultra DFA Respiratory Virus Screening & ID

Kit, Head Biotechnology Co., Ltd., Beijing, China). The RT-PCR

and DFA methods were carried out in accordance with the

experiment’s instructions. In RT-PCR, a Ct value lower than that

of the positive control indicates the presence of an infection with

HRSVA or HRSVB in the sample. Under 200x magnification in a

fluorescence microscope, if at least two green fluorescent cells were

found in each visual field, the image was considered positive;

otherwise, the direct immunofluorescence assay (DFA)

was negative.
3 Data analysis

The data were entered into the Excel program (Microsoft Excel

Home and Student 2019). The statistical analysis was performed

with SPSS 25.0, and the results were tested by the t-test for the

comparison of the fluorescent intensity and the Kappa value for

consistency between detection methods. With a test level ɑ= 0.05

(two-sided), P < 0.05 was considered to indicate statistical
Frontiers in Cellular and Infection Microbiology 05
significance. The sensitivity was calculated as true positives/(true

positives+ false negatives)×100%, and the specificity was calculated

as true negatives/(true negatives+ false positives)×100%. The

accuracy was computed as (true positives+ true negatives)/(true

positives + false negatives+ true negatives+ false positives)×100%.
4 Results

4.1 Schematic overview of the
RT-RPA-PfAgo detection platform for
HRSV infection

The whole detection process is summarized in Figure 1. First,

nasopharyngeal swabs were taken from children diagnosed with

suspected HRSV infection, and viral genomic RNA was extracted

from clinical samples via a commercial RNA extraction kit. Second,

the two target regions of HRSVA and HRSVB were simultaneously

amplified in one tube by RT-RPA at 39°C. Finally, the purified RPA

product is transferred into the PfAgo cleavage system, which is

followed by incubation at 95°C for 30 min. In the cleavage system,

the PfAgo protein cleaves the target sequence under the guidance of

5′-phosphorylated gDNA, which results in the formation of new

ssDNA. These ssDNAs triggered subsequent PfAgo cleavage,

targeting specific single-stranded DNA probes with different

fluorophore labels and enabling concurrent detection of HRSVA

and HRSVB within a single reaction. Only when the probe
FIGURE 1

Schematic illustration of the RT-RPA-PfAgo platform.
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recognizes the specific single-stranded DNA after the first cleavage

will the quenching group and the fluorescent group be separated,

thereby generating fluorescence. The quenching group escapes, and

the fluorescent group is no longer quenched, and the fluorescence

value can finally be read in the real-time fluorescence detector, and

the result can be read by the naked eye with the help of ultraviolet

light. The entire process can be completed in approximately 1 hour.
4.2 Oligonucleotides screening for the RT-
RPA-PfAgo detection platform

Twelve oligonucleotide sequences were designed to screen the

best RPA primers for HRSVA and HRSVB. The results from TAE gel

electrophoresis revealed bands of the expected size, confirming the

efficacy of our RPA primer design. Taking HRSVA as an example

(Figure 2A), one downstream primer, HRSVA-R2, was randomly

selected to match all the upstream primers (Step 1). Gel

electrophoresis revealed that the combination of HRSVA-F1/

HRSVA-R2 had the brightest and clearest band. Therefore,

HRSVA-F1 was selected as the best upstream primer for

combination with all the downstream primers (Step 2). Similarly,

the combination of HRSVA-F1/HRSVA-R2 had a relatively greater

amplification efficiency and was confirmed to be the best RPA

primer for detecting HRSVA. Using the same strategy, we confirmed

the best primers for HRSVB (Figure 2B). Four gDNA-probe

combinations for the detection of HRSVA and HRSVB were
Frontiers in Cellular and Infection Microbiology 06
designed within the RPA amplification region. As shown in

Figure 2C, the fluorescence intensity resulting from the

combination of HRSVA-probeC1 was obviously greater than that

resulting from the combination of HRSVA-probeC2. Moreover, as

shown in Figure 2D, the HRSVB-probeC1 combination produced

greater fluorescence than did the HRSVB-probeC2 combination.

These results confirmed the best gDNA-probe combinations.
4.3 Optimization analysis

We enhanced the performance of the RT-RPA-PfAgo detection

platform. PfAgo was evaluated at different volumes (2.0, 4.0, 6.0, 8.0,

and 10.0 mL) (Figure 3A), 6.0 mL was confirmed to be the most

effective concentration. Finally, obtaining the most efficient reaction

system: 6 mL PfAgo, 0.4 mM gDNA, 2.0 mMMn2+, 1.0 mL Template,

2 mL Buffer, 0.4 mM Probe, and add ddH2O to a final volume of 25

mL (Figures 3B–E).
4.4 Validation of the RT-RPA-PfAgo
detection platform products

As shown in Figure 3F, Lane 1 (from left to right) is the PfAgo

cleavage product, Lane 2 is gDNA, and Lane 3 is the control. In

Lane 1, the target strand (329 nt) formed products of 280 nt and 49

nt in length after PfAgo cleavage. Its band in the Urea-PAGE gel was
A B

DC

FIGURE 2

The strategy of best primer pair and gDNA-probe pair screening. (A) The strategy for screening the best primer pairs for HRSVA. In step 1, a
downstream primer was selected to match all the upstream primers. Based on the intensity of the bands, the brightest band is optimal. In step 2, the
best upstream primers were used to match all the downstream primers. Finally, the best primer was determined. (B) The strategy for screening the
best primer pairs for HRSVB. (C) The strategy for screening the best gDNA-probe pairs for HRSVA. The combination of the fastest fluorescence signal
growth and the highest final fluorescence intensity was selected to determine the best gDNA-probe pair. HRSVA-C1 represents the combination of
gDNA1, gDNA2, and probeA1. HRSVA-C2 represents the combination of gDNA3, gDNA4 and probeA2. (D) The strategy for screening the best gDNA-
probe pairs for HRSVB. HRSVB-C1 represents the combination of gDNA5, gDNA6 and probeB1. HRSVB-C2 represents the combination of gDNA7,
gDNA8 and probeB2.
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located between the target strand (329 nt) and gDNA (16 nt). The

brightness of the target band in Lane 3 was brighter than that in

Lane 1. This further demonstrated that PfAgo cleaves the target,

after which the substrate is consumed.
4.5 Sensitivity and specificity

The LODs of both HRSVA and HRSVB reached 1 copy/mL
(Figure 4A). These results showed that our platform offers high

sensitivity for detecting HRSVA and HRSVB. Meanwhile, our

platform has high specificity (Figure 4B). The results were shown

by fluorescence curves and were imaged under ultraviolet (UV) light.
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4.6 Clinical sample analysis

The extraction products were detected by the RT-RPA-PfAgo

platform, RT-PCR and DFA (Figure 5B). We found our platform is

more sensitive than DFA (Figure 5A). There were 97 positive

samples for HRSV infection, 65 for HRSVA infection, 43 for

HRSVB infection and 11 for mixed infection according to the RT-

RPA-PfAgo platform. We randomly selected 20 patients, and the

results were displayed in Figures 5C–E. According to some studies,

RT-PCR can be regarded as the gold standard. Therefore, we

conducted a kappa consistency test for our method compared to

RT-PCR. The Kappa coefficient was 0.926 (P<0.001), and the

accuracy was 96.67%. Our platform displayed an accuracy of
A

B

D

E

F

C

FIGURE 3

The optimization of parameters in the RT-RPA-PfAgo platform. (A) Optimization of PfAgo. The optimal condition is the one with the highest
fluorescence intensity in the error bar chart. A reaction tube exhibiting fluorescence under UV light is considered positive. (B) Optimization of guide
DNA. (C) Optimization of Mn2+. (D) Optimization of the template. (E) The final reaction system. It is interpreted in conjunction with Figures (A–D)
The numbers represent the number of tubes. For example, “1” represents 2mL PfAgo, 0.2mM gDNA, 0.5mL Mn2+, and 0.5mL template. The pink dots
were the optimal condition. (F) The Urea-PAGE gel electropherogram of RT-RPA-PfAgo cleavage products.
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96.0% for HRSVA infection and 97.33% for HRSVB infection. The

assay results of our platform were consistent with RT-PCR. The

results of the clinical sample assays are shown in Table 2 and

Supplementary Table S1.
5 Discussion

At present, the clinical diagnosis of HRSV infection relies

mainly on laboratory indicators, and common methods include

virus isolation and culture, antigen detection, nucleic acid detection

and serological testing (Goodrich and Miller, 2007; Henrickson and

Hall, 2007; Aslanzadeh et al., 2008; Gonzalez and McElvania, 2018).

All of these methods have their own advantages and disadvantages

(Supplementary Table S2). Based on the above data, the RT-RPA-

PfAgo system has the following advantages. Comparison with

traditional methods, in the detection of HRSV, previously

reported methods such as ELISA, antigen-antibody detection, etc.,

the accuracy of their results will be affected by the site of specimen

collection, the time of specimen collection and the time from the

occurrence of the disease, in the case of the site of specimen

collection with low viral concentration and the time from the

occurrence of disease to more than 3 days, it may lead to false-

negative results. This technology only requires the collection of

nasopharyngeal swabs, and can detect HRSV infection at low viral

copies. The results could be read by the naked eye within 60 minutes

and under ultraviolet light, with less influence by human factors.

Compared with the current gold standard method (RT-PCR), real-

time fluorescence quantitative detection requires a more complex
Frontiers in Cellular and Infection Microbiology 08
operation process and complex temperature control equipment,

different fluorescence probes and reaction conditions. Different

parameters may give different results, but in this experiment, the

reaction temperature is relatively single, only the optimal

temperature for RPA reaction (39°C) and the temperature

required for PfAgo to generate cleavage (95°C) were needed, and

the final statistics show that the RT-RPA-PfAgo system, while

possessing the above characteristics, can achieve the same low

detection limit as qPCR.

In contrast, the good multiplex ability of PfAgo solves this

problem. Unlike PAM-dependent Cas12a, PfAgo is guided by two

gDNA-guided cuts to produce positive results. This allows the

simultaneous presence of multiple fluorescent signals within the

result to be interpreted. In the first cleavage, a pair of gDNA is

utilized to generate a secondary guide. In the second cleavage, the

probe is subjected to a second cleavage in the presence of the

secondary guide, resulting in the release of the fluorescent marker

(Ye et al., 2022). When multiple targets are present at the same time,

multiplex detection is accomplished by their respective labeled

fluorescent moieties being different. Therefore, the spiking time,

reagent storage conditions, etc., had little effect on the results, and

the deviation under the same reaction conditions is likewise

negligible. In our study, we identified HRSVA and HRSVB

infections simultaneously, which is beneficial for determining the

prevalence and dispersion patterns of HRSV and facilitating the

development and design of vaccines.

When there is a large-scale epidemic of respiratory infectious

diseases with cough, wheezing, and fever as the main clinical

manifestations (e.g., Mycoplasma pneumoniae, Streptococcus
A

B

FIGURE 4

Evaluation of the RT-RPA-PfAgo platform. (A) Evaluation of the sensitivity of the RT-RPA-PfAgo platform. The results showed that the LOD of the
platform could reach 1 copy/mL. (B) Evaluation of the specificity of the RT-RPA-PfAgo platform. The fluorescence curves and images under UV light
revealed no positive results for other common respiratory virus samples.
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pneumoniae, whooping cough pneumonia, Hemophilus

pneumoniae, adenovirus pneumoniae, and influenza viruses, etc.),

antibiotic misuse is likely to occur in some primary care hospitals or

among inexperienced healthcare professionals when dealing with

these patients or may result in inappropriate decisions in patient

management. For example, if a child with HRSV infection develops
Frontiers in Cellular and Infection Microbiology 09
fever, cough, or wheezing, and when there is no specific change in

the results of blood counts and inflammation indexes, the child may

be misdiagnosed with pertussis pneumonia and prophylactically use

macrolide antibiotics to counter the infection, or co-locate the

HRSV infection with a child infected by Bordetella pertussis,

which may lead to worsening of wheezing, prolongation of the

course of the disease, or even death.

From this point of view, the detection of pathogens within a

short period of time after admission to the hospital is particularly

critical, on the one hand, doctors and nurses can make appropriate

anti-infective treatment according to the pathogens, thereby

reducing the abuse of antibiotics and reducing the emergence of

antibiotic resistance. On the other hand, from the point of view of

nosocomial infection patient management, placing patients with the

same pathogen in the same space can greatly reduce the occurrence

of cross-infection, thus shortening the length of hospitalization of

children and reducing the consumption of unnecessary medical

resources. At the same time, in areas lacking specialized testing

instruments or professional technicians, the relatively simple
A

B

D

E

C

FIGURE 5

Comparison of the diagnostic capability of the RT-RPA-PfAgo platform, RT-PCR and DFA. (A) Three methods, including direct immunofluorescence
assays, RT-PCR and RT-RPA-PfAgo platform, were selected to test 150 clinical samples. TFhe overlapping area represents the number of samples
that have the same results across the corresponding detection methods. Compared to DFA, the RT-RPA-PfAgo platform is more consistent with RT-
PCR. (B) Pictures of positive and negative samples from the DFA assays under a fluorescence microscope; no fluorescent signal is seen in the
negative results, and cells infected by HRSV are seen in the positive results, with neighboring cells fusing with each other to form syncytial structures
(C) The fluorescence intensity of twenty clinical samples which were randomly selected. (D) The comparison of fluorescence intensity between
positive and negative samples for HRSVA and HRSVA infection shows statistically significant differences. (E) The fluorescence curve of the 20 random
clinical samples. Elevated fluorescence levels in the FAM channel indicate HRSVA infection, whereas elevated ROX fluorescence values indicate
HRSVB infection. "****" represents P<0.001.
TABLE 2 Clinical sensitivity, specificity and accuracy of HRSVA and
HRSVB genes in clinical sample.

Type
of infection

Sensitivity
(%)

Specificity
(%)

Accuracy
(%)

HRSVA 92.75% (64/69) 98.76% (80/81)
96.00%
(144/150)

HRSVB 95.35% (41/43)
98.13%

(105/107)
97.33%
(146/150)

total 96.00% (96/100) 98.00% (49/50)
96.67%
(145/150)
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experimental conditions and operating procedures also promote the

development of POC technology in these areas.

Regarding vaccine development, there is currently no HRSV

vaccine that is actually used in clinics. This is because infants

infected with HRSV are younger and require vaccination at birth

or shortly after birth due to a number of factors, such as the infant’s

immature cellular and humoral immune system or the presence of

antibodies derived from their mother. As a result, their response to

the vaccine may differ significantly from that of infants who are not

infected with HRSV (Griffiths et al., 2017). Furthermore, as

newborns have received multiple vaccinations on a regular basis,

it is important to ensure that the HRSV vaccine does not

compromise the effectiveness of these other vaccinations, and vice

versa. Therefore, the purpose of this experiment is to support the

development of an RSV vaccine by creating molecular diagnostic

assays that can be used for both the quick detection of HRSV and

the typing of HRSV subpopulations. Additionally, future

experiments will be able to validate multiple HRSV genotypic

subtype infections in a single tube by using different HRSV

genotypes as detection targets.

Finally, we evaluated the usability of the platform. The method is

easy to perform and does not require operation on ice. No complex

temperature conditions are required for the reaction to proceed,

which significantly enhances the operability of the platform.

Therefore, this technique can complete pathogen detection in

environments where professional equipment is lacking or

rudimentary. Meanwhile, obtaining accurate results within

approximately 1 hour is crucial for improving efficiency and

reducing waiting time in clinical interventions. Moreover, in terms

of cost, the reagents and consumables needed for each experiment

were only $4.3. Because of its low cost, this type of method makes

large-scale POC testing possible when there is a large-scale HRSV

infection outbreak, providing new ideas for infection prevention and

control and preventing the abuse of antibiotics.
6 Conclusion

In conclusion, this study constructed the RT-RPA-PfAgo

platform for HRSV, which has high sensitivity, great specificity

and high accuracy. This POC testing facilitates easier detection of

HRSV infections in regions with limited resources and inadequate

expertise, assisting healthcare professionals in effective management

and treatment and ultimately contributing to better patient

outcomes and reducing the burden on healthcare systems.
Data availability statement

The raw data supporting the conclusions of this article will be

made available by the authors, without undue reservation.
Frontiers in Cellular and Infection Microbiology 10
Ethics statement

The studies involving humans were approved by The Ethics

Committee of the Second Affiliated Hospital of Shantou University

Medical College. The studies were conducted in accordance with

the local legislation and institutional requirements. Written

informed consent for participation in this study was provided by

the participants’ legal guardians/next of kin.
Author contributions

JL: Methodology, Writing – original draft. XF: Writing – review

& editing. JZ: Writing – original draft. TY: Software, Validation,

Writing – original draft. MZ: Software, Writing – original draft. YZ:

Methodology, Writing – original draft. WH: Writing – original draft.

HL: Software, Writing – original draft. LK: Writing – review &

editing. SC: Writing – original draft. NZ: Writing – original draft. JF:

Writing – original draft. XC: Writing – review & editing. JC: Writing

– original draft. GL: Writing – review & editing. LL: Writing – review

& editing. WC: Writing – review & editing. YL: Writing – original

draft. FH: Writing – original draft. CL: Funding acquisition,

Resources, Writing – review & editing. ML: Conceptualization,

Writing – review & editing.
Funding

The author(s) declare financial support was received for the

research, authorship, and/or publication of this article. This study

was supported by the Guangdong Science and Technology Special

Fund (project approval numbers: 49 and 135), the GuangdongMedical

Research Fund (project number: A2020551), the Guangdong East

Biomedical Engineering Technology Research Center (Grant

Number 20182641), the Special Project of Hybribio (Grant Numbers

KP202302, KP202303 and KP202304), the Guangdong Provincial

Natural Fund (Grant Number 2022A1515220102), the Education

Department Project of Guangdong Province (Grant Number 2019-

GDXK-0031 and Grant Number 2020KZDZX1146), the Guangxi

Provincial Natural Science Foundation (Grant Number

2019JJD140052 and Grant Number 2020JJA140656), the Guangdong

Province Basic and Applied Basic Research Fund Provincial Enterprise

Joint Fund (Grant Number 2022A1515220102), the Eastern

Guangdong Technological Engineering Research Center (Grant

Number P19004) and the Chaozhou Science and Technology project

(Grant Number 202102GY15). The study design, data collection and

analysis, publication decision, and manuscript preparation were all

performed independently from the funders.
frontiersin.org

https://doi.org/10.3389/fcimb.2024.1419949
https://www.frontiersin.org/journals/cellular-and-infection-microbiology
https://www.frontiersin.org


Liao et al. 10.3389/fcimb.2024.1419949
Acknowledgments
The authors are grateful to all of the volunteers who provided

samples; to the laboratory technicians, doctors, nurses, and anyone

else who helped make this research possible.
Conflict of interest
The authors declare that the research was conducted in the

absence of any commercial or financial relationships that could be

construed as a potential conflict of interest.
Frontiers in Cellular and Infection Microbiology 11
Publisher’s note

All claims expressed in this article are solely those of the authors

and do not necessarily represent those of their affiliated

organizations, or those of the publisher, the editors and the

reviewers. Any product that may be evaluated in this article, or

claim that may be made by its manufacturer, is not guaranteed or

endorsed by the publisher.
Supplementary material

The Supplementary Material for this article can be found online

at: https://www.frontiersin.org/articles/10.3389/fcimb.2024.1419949/

full#supplementary-material
References
Aslanzadeh, J., Zheng, X., Li, H., Tetreault, J., Ratkiewicz, I., Meng, S., et al. (2008).
Prospective evaluation of rapid antigen tests for diagnosis of respiratory syncytial virus
and human metapneumovirus infections. J. Clin. Microbiol. 46, 1682–1685.
doi: 10.1128/JCM.00008-08

Banerjee, U., Girard, J. R., Goins, L. M., and Spratford, C. M. (2019). Drosophila as a
genetic model for hematopoiesis. Genetics 211, 367–417. doi: 10.1534/
genetics.118.300223

Borchers, A. T., Chang, C., Gershwin, M. E., and Gershwin, L. J. (2013). Respiratory
syncytial virus–a comprehensive review. Clin. Rev. Allergy Immunol. 45, 331–379.
doi: 10.1007/s12016-013-8368-9

Chartrand, C., Tremblay, N., Renaud, C., and Papenburg, J. (2015). Diagnostic accuracy
of rapid antigen detection tests for respiratory syncytial virus infection: systematic review
and meta-analysis. J. Clin. Microbiol. 53, 3738–3749. doi: 10.1128/JCM.01816-15

Collins, P. L., Fearns, R., and Graham, B. S. (2013). Respiratory syncytial virus:
virology, reverse genetics, and pathogenesis of disease. Curr. Top. Microbiol. Immunol.
372, 3–38. doi: 10.1007/978–3-642–38919-1_1

Enghiad, B., and Zhao, H. (2017). Programmable DNA-guided artificial restriction
enzymes. ACS Synth Biol. 6, 752–757. doi: 10.1021/acssynbio.6b00324

Falsey, A. R., and Walsh, E. E. (2006). Viral pneumonia in older adults. Clin. Infect.
Dis. 42, 518–524. doi: 10.1086/499955

Gonzalez, M. D., and McElvania, E. (2018). New developments in rapid diagnostic
testing for children. Infect. Dis. Clin. North Am. 32, 19–34. doi: 10.1016/
j.idc.2017.11.006

Goodrich, J. S., and Miller, M. B. (2007). Comparison of Cepheid's analyte-specific
reagents with BD directigen for detection of respiratory syncytial virus. J. Clin.
Microbiol. 45, 604–606. doi: 10.1128/JCM.01325-06

Griffiths, C., Drews, S. J., and Marchant, D. J. (2017). Respiratory syncytial virus:
infection, detection, and new options for prevention and treatment. Clin. Microbiol.
Rev. 30, 277–319. doi: 10.1128/CMR.00010-16

Henrickson, K. J., and Hall, C. B. (2007). Diagnostic assays for respiratory syncytial
virus disease. Pediatr. Infect. Dis. J. 26, S36–S40. doi: 10.1097/INF.0b013e318157da6f

Kuzmenko, A., Yudin, D., Ryazansky, S., Kulbachinskiy, A., and Aravin, A. A. (2019).
Programmable DNA cleavage by Ago nucleases from mesophilic bacteria Clostridium
butyricum and Limnothrix rosea. Nucleic Acids Res. 47, 5822–5836. doi: 10.1093/nar/gkz379

Kyu, H. H., Pinho, C., Wagner, J. A., Brown, J. C., Bertozzi-Villa, A., Charlson, F. J.,
et al. (2016). Global and national burden of diseases and injuries among children and
adolescents between 1990 and 2013: findings from the global burden of disease 2013
study. JAMA Pediatr. 170, 267–287. doi: 10.1001/jamapediatrics.2015.4276

Liu, S., Huang, S., Li, F., Sun, Y., Fu, J., Xiao, F., et al. (2023). Rapid detection of
Pseudomonas aeruginosa by recombinase polymerase amplification combined with
CRISPR-Cas12a biosensing system. Front. Cell Infect. Microbiol. 13. doi: 10.3389/
fcimb.2023.1239269

Nair, H., Nokes, D. J., Gessner, B. D., Dherani, M., Madhi, S. A., Singleton, R. J., et al.
(2010). Global burden of acute lower respiratory infections due to respiratory syncytial
virus in young children: a systematic review and meta-analysis. Lancet 375, 1545–1555.
doi: 10.1016/S0140-6736(10)60206-1
Nam, H. H., and Ison, M. G. (2019). Respiratory syncytial virus infection in adults.
BMJ 366, l5021. doi: 10.1136/bmj.l5021

Papi, A., Ison, M. G., Langley, J. M., Lee, D. G., Leroux-Roels, I., Martinon-Torres, F.,
et al. (2023). Respiratory syncytial virus prefusion F protein vaccine in older adults. N
Engl. J. Med. 388, 595–608. doi: 10.1056/NEJMoa2209604

Peret, T. C., Hall, C. B., Hammond, G. W., Piedra, P. A., Storch, G. A., Sullender, W.
M., et al. (2000). Circulation patterns of group A and B human respiratory syncytial
virus genotypes in 5 communities in North America. J. Infect. Dis. 181, 1891–1896.
doi: 10.1086/315508

Pierangeli, A., Nenna, R., Fracella, M., Scagnolari, C., Oliveto, G., Sorrentino, L., et al.
(2023). Genetic diversity and its impact on disease severity in respiratory syncytial virus
subtype-A and -B bronchiolitis before and after pandemic restrictions in Rome. J. Infect. 87,
305–314. doi: 10.1016/j.jinf.2023.07.008
Qian, W., Huang, J., Wang, X., Wang, T., and Li, Y. (2021). CRISPR-Cas12a

combined with reverse transcription recombinase polymerase amplification for
sensitive and specific detection of human norovirus genotype GII.4. Virology 564,
26–32. doi: 10.1016/j.virol.2021.09.008
Ren, L., Xiao, Q., Zhou, L., Xia, Q., and Liu, E. (2015). Molecular characterization of

human respiratory syncytial virus subtype B: a novel genotype of subtype B circulating
in China. J. Med. Virol. 87, 1–9. doi: 10.1002/jmv.v87.1

Song, J., Wang, H., Shi, J., Cui, A., Huang, Y., Sun, L., et al. (2017). Emergence of BA9
genotype of human respiratory syncytial virus subgroup B in China from 2006 to 2014.
Sci. Rep. 7, 16765. doi: 10.1038/s41598-017-17055-0

Swarts, D. C., Hegge, J. W., Hinojo, I., Shiimori, M., Ellis, M. A., Dumrongkulraksa,
J., et al. (2015). Argonaute of the archaeon Pyrococcus furiosus is a DNA-guided
nuclease that targets cognate DNA. Nucleic Acids Res. 43, 5120–5129. doi: 10.1093/nar/
gkv415

Wang, F., Yang, J., He, R., Yu, X., Chen, S., Liu, Y., et al. (2021). PfAgo-based
detection of SARS-Cov-2. Biosens Bioelectron 177, 112932. doi: 10.1016/
j.bios.2020.112932

Wang, L., He, R., Lv, B., Yu, X., Liu, Y., Yang, J., et al. (2021). Pyrococcus furiosus
Argonaute coupled with modified ligase chain reaction for detection of SARS-CoV-2
and HPV. Talanta 227, 122154. doi: 10.1016/j.talanta.2021.122154

Xu, Y. Z., Fang, D. Z., Chen, F. F., Zhao, Q. F., Cai, C. M., and Cheng, M. G. (2020).
Utilization of recombinase polymerase amplification method combined with lateral
flow dipstick for visual detection of respiratory syncytial virus. Mol. Cell Probes 49,
101473. doi: 10.1016/j.mcp.2019.101473

Xun, G., Lane, S. T., Petrov, V. A., Pepa, B. E., and Zhao, H. (2021). A rapid, accurate,
scalable, and portable testing system for COVID-19 diagnosis. Nat. Commun. 12, 2905.
doi: 10.1038/s41467-021-23185-x

Yang, L., Guo, B., Wang, Y., Zhao, C., Zhang, X., Wang, Y., et al. (2023). Pyrococcus
furiosus Argonaute Combined with Recombinase Polymerase Amplification for Rapid
and Sensitive Detection of Enterocytozoon hepatopenaei. J. Agric. Food Chem. 71, 944–
951. doi: 10.1021/acs.jafc.2c06582

Ye, X., Zhou, H., Guo, X., Liu, D., Li, Z., Sun, J., et al. (2022). Argonaute-integrated
isothermal amplification for rapid, portable, multiplex detection of SARS-CoV-2 and
influenza viruses. Biosens Bioelectron 207, 114169. doi: 10.1016/j.bios.2022.114169
frontiersin.org

https://www.frontiersin.org/articles/10.3389/fcimb.2024.1419949/full#supplementary-material
https://www.frontiersin.org/articles/10.3389/fcimb.2024.1419949/full#supplementary-material
https://doi.org/10.1128/JCM.00008-08
https://doi.org/10.1534/genetics.118.300223
https://doi.org/10.1534/genetics.118.300223
https://doi.org/10.1007/s12016-013-8368-9
https://doi.org/10.1128/JCM.01816-15
https://doi.org/10.1007/978&ndash;3-642&ndash;38919-1_1
https://doi.org/10.1021/acssynbio.6b00324
https://doi.org/10.1086/499955
https://doi.org/10.1016/j.idc.2017.11.006
https://doi.org/10.1016/j.idc.2017.11.006
https://doi.org/10.1128/JCM.01325-06
https://doi.org/10.1128/CMR.00010-16
https://doi.org/10.1097/INF.0b013e318157da6f
https://doi.org/10.1093/nar/gkz379
https://doi.org/10.1001/jamapediatrics.2015.4276
https://doi.org/10.3389/fcimb.2023.1239269
https://doi.org/10.3389/fcimb.2023.1239269
https://doi.org/10.1016/S0140-6736(10)60206-1
https://doi.org/10.1136/bmj.l5021
https://doi.org/10.1056/NEJMoa2209604
https://doi.org/10.1086/315508
https://doi.org/10.1016/j.jinf.2023.07.008
https://doi.org/10.1016/j.virol.2021.09.008
https://doi.org/10.1002/jmv.v87.1
https://doi.org/10.1038/s41598-017-17055-0
https://doi.org/10.1093/nar/gkv415
https://doi.org/10.1093/nar/gkv415
https://doi.org/10.1016/j.bios.2020.112932
https://doi.org/10.1016/j.bios.2020.112932
https://doi.org/10.1016/j.talanta.2021.122154
https://doi.org/10.1016/j.mcp.2019.101473
https://doi.org/10.1038/s41467-021-23185-x
https://doi.org/10.1021/acs.jafc.2c06582
https://doi.org/10.1016/j.bios.2022.114169
https://doi.org/10.3389/fcimb.2024.1419949
https://www.frontiersin.org/journals/cellular-and-infection-microbiology
https://www.frontiersin.org

	RT-RPA-PfAgo detection platform for one-tube simultaneous typing diagnosis of human respiratory syncytial virus
	1 Introduction
	2 Experimental section
	2.1 Materials
	2.2 Nucleic acid preparation
	2.3 Expression and purification of the PfAgo protein
	2.4 Generation of HRSV RNA standards
	2.5 Basic RPA and RT-RPA
	2.6 PfAgo cleavage system
	2.7 Validation of the RT-RPA-PfAgo detection platform products
	2.8 Optimization of the RT-RPA-PfAgo detection platform
	2.9 Evaluation of the RT-RPA-PfAgo detection platform
	2.10 Clinical sample preparation

	3 Data analysis
	4 Results
	4.1 Schematic overview of the RT-RPA-PfAgo detection platform for HRSV infection
	4.2 Oligonucleotides screening for the RT-RPA-PfAgo detection platform
	4.3 Optimization analysis
	4.4 Validation of the RT-RPA-PfAgo detection platform products
	4.5 Sensitivity and specificity
	4.6 Clinical sample analysis

	5 Discussion
	6 Conclusion
	Data availability statement
	Ethics statement
	Author contributions
	Funding
	Acknowledgments
	Conflict of interest
	Publisher’s note
	Supplementary material
	References



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /PageByPage
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages false
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJDFFile false
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /sRGB
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 1
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness false
  /PreserveHalftoneInfo false
  /PreserveOPIComments true
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages false
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages false
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.40
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages false
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages false
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.40
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages false
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages false
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /Description <<
    /ENU (T&F settings for black and white printer PDFs 20081208)
  >>
  /ExportLayers /ExportVisibleLayers
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /BleedOffset [
        0
        0
        0
        0
      ]
      /ConvertColors /NoConversion
      /DestinationProfileName ()
      /DestinationProfileSelector /DocumentCMYK
      /Downsample16BitImages true
      /FlattenerPreset <<
        /ClipComplexRegions true
        /ConvertStrokesToOutlines false
        /ConvertTextToOutlines false
        /GradientResolution 300
        /LineArtTextResolution 1200
        /PresetName ([High Resolution])
        /PresetSelector /HighResolution
        /RasterVectorBalance 1
      >>
      /FormElements false
      /GenerateStructure true
      /IncludeBookmarks true
      /IncludeHyperlinks true
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles false
      /MarksOffset 6
      /MarksWeight 0.250000
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /DocumentCMYK
      /PageMarksFile /RomanDefault
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
    <<
      /AllowImageBreaks true
      /AllowTableBreaks true
      /ExpandPage false
      /HonorBaseURL true
      /HonorRolloverEffect false
      /IgnoreHTMLPageBreaks false
      /IncludeHeaderFooter false
      /MarginOffset [
        0
        0
        0
        0
      ]
      /MetadataAuthor ()
      /MetadataKeywords ()
      /MetadataSubject ()
      /MetadataTitle ()
      /MetricPageSize [
        0
        0
      ]
      /MetricUnit /inch
      /MobileCompatible 0
      /Namespace [
        (Adobe)
        (GoLive)
        (8.0)
      ]
      /OpenZoomToHTMLFontSize false
      /PageOrientation /Portrait
      /RemoveBackground false
      /ShrinkContent true
      /TreatColorsAs /MainMonitorColors
      /UseEmbeddedProfiles false
      /UseHTMLTitleAsMetadata true
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice


