
Frontiers in Immunology

OPEN ACCESS

EDITED BY

Giuseppe Murdaca,
University of Genoa, Italy

REVIEWED BY

Esther Guadalupe Corona-Sanchez,
University of Guadalajara, Mexico

*CORRESPONDENCE

Sandra Saschenbrecker
s.saschenbrecker@euroimmun.de

SPECIALTY SECTION

This article was submitted to
Autoimmune and Autoinflammatory
Disorders : Autoimmune Disorders,
a section of the journal
Frontiers in Immunology

RECEIVED 21 September 2022

ACCEPTED 13 October 2022
PUBLISHED 24 October 2022

CITATION

Saschenbrecker S, Zeng Z, Dähnrich C
and Schlumberger W (2022)
Commentary: Comparison of different
assays for the detection of anticyclic
citrullinated peptide antibodies in
patients with rheumatoid arthritis.
Front. Immunol. 13:1050197.
doi: 10.3389/fimmu.2022.1050197

COPYRIGHT

© 2022 Saschenbrecker, Zeng,
Dähnrich and Schlumberger. This is an
open-access article distributed under
the terms of the Creative Commons
Attribution License (CC BY). The use,
distribution or reproduction in other
forums is permitted, provided the
original author(s) and the copyright
owner(s) are credited and that the
original publication in this journal is
cited, in accordance with accepted
academic practice. No use,
distribution or reproduction is
permitted which does not comply with
these terms.

TYPE General Commentary
PUBLISHED 24 October 2022

DOI 10.3389/fimmu.2022.1050197
Commentary: Comparison
of different assays for the
detection of anticyclic
citrullinated peptide
antibodies in patients with
rheumatoid arthritis

Sandra Saschenbrecker*, Zitao Zeng, Cornelia Dähnrich
and Wolfgang Schlumberger

Institute for Experimental Immunology, affiliated to EUROIMMUN Medizinische Labordiagnostika
AG, Lübeck, Germany
KEYWORDS

anti-CCP, anticyclic citrullinated peptide antibodies, chemiluminescence
immunoassay (CLIA), diagnosis, electrochemiluminescence immunoassay (ECLIA),
enzyme-linked immunosorbent assay (ELISA), immunoturbidimetric assay (ITA),
rheumatoid arthritis
A Commentary on

Comparison of different assays for the detection of anticyclic
citrullinated peptide antibodies in patients with rheumatoid arthritis

by Ma L, Wang W, Li L, Chen Y, Chen B, Shao M, Cheng Y and Zhou R (2022) Front. Immunol.
13:940713. doi: 10.3389/fimmu.2022.940713
Introduction

In their recent article, Ma et al. evaluated a novel fully automated immunoturbidimetric

assay (ITA) developed by Zhejiang Qiangsheng Biological Technology Co. Ltd. for the

detection of antibodies against cyclic citrullinated peptide (anti-CCP) in patients with

rheumatoid arthritis (RA) (1). Using 131 serum samples from patients with RA, 70 samples
frontiersin.org01

https://www.frontiersin.org/articles/10.3389/fimmu.2022.1050197/full
https://www.frontiersin.org/articles/10.3389/fimmu.2022.1050197/full
https://www.frontiersin.org/articles/10.3389/fimmu.2022.1050197/full
https://www.frontiersin.org/articles/10.3389/fimmu.2022.1050197/full
https://www.frontiersin.org/articles/10.3389/fimmu.2022.1050197/full
https://www.frontiersin.org/articles/10.3389/fimmu.2022.1050197/full
https://www.frontiersin.org/articles/10.3389/fimmu.2022.940713/full
https://www.frontiersin.org/articles/10.3389/fimmu.2022.940713/full
https://doi.org/10.3389/fimmu.2022.940713
https://www.frontiersin.org/journals/immunology
https://www.frontiersin.org
http://crossmark.crossref.org/dialog/?doi=10.3389/fimmu.2022.1050197&domain=pdf&date_stamp=2022-10-24
mailto:s.saschenbrecker@euroimmun.de
https://doi.org/10.3389/fimmu.2022.1050197
http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/
https://www.frontiersin.org/journals/immunology#editorial-board
https://www.frontiersin.org/journals/immunology#editorial-board
https://doi.org/10.3389/fimmu.2022.1050197
https://www.frontiersin.org/journals/immunology


Saschenbrecker et al. 10.3389/fimmu.2022.1050197
from patients with other autoimmune diseases and 63

samples from healthy controls, the diagnostic characteristics

of the Qiangsheng assay were compared with three other

commercially available assays: [i] EUROIMMUN enzyme-

linked immunosorbent assay (ELISA), [ii] Roche Elecsys

electrochemiluminescence immunoassay (ECLIA), and [iii]

YHLO chemiluminescence immunoassay (CLIA).

We appreciate the objective manner in which the results of

the study. However, for reasons stated in this commentary, we

are concerned about several interpretations of the results.
Discussion

Firstly, the authors classify the Qiangsheng citrullinated

antigen as a ‘third-generation CCP’ without providing

information on the antigen preparation used. As their article

is, to our knowledge, the first publication to evaluate the

Qiangsheng anti-CCP assay, the characteristics of the antigen

and methodological details should be provided to justify its

classification as third-generation (anti-CCP3) test equivalent to

the Inova QUANTA Lite CCP3 IgG ELISA. Unfortunately, Ma

et al. do not address the differences between first-, second- and

third-generation anti-CCP tests, but only state that the third-

generation Inova ELISA has a higher sensitivity for RA (2). Of

note, several studies have demonstrated not only equal or higher

sensitivity of the Inova anti-CCP3 assay compared to various

anti-CCP2 assays, e.g. the comparative tests in the article, but

also similar or worse specificity (3–5).

Secondly, the abstract does not reflect all relevant results of

the study: [i] The outcomes of the kappa statistics are limited to

the strong qualitative agreement between the assays from

EUROIMMUN, Elecsys and YHLO (0.816 ≤ ĸ ≤ 0.863), while

it remains unmentioned that the Qiangsheng ITA showed only

weak to moderate agreement with these assays (0.582 ≤ ĸ ≤

0.655). [ii] Based on the ROC AUC values (> 0.9 for each

test system, range 0.903 to 0.955) the authors draw the

generalized conclusion that all four assays provide similar

diagnostic performance for RA. However, they omit to

refer to sensitivities and specificities at the manufacturers’

recommended cut-offs, thus concealing the finding that the

specificity of the Qiangsheng ITA (74.4%) is substantially

lower than that of the comparative tests (96.2-97.0%).

Consequently, readers who briefly read the abstract of this

article in the belief that it reports the main findings will miss

out on important information, resulting in overestimation of the

Qiangsheng assay’s diagnostic accuracy.

Similarly, it is suggested in the discussion and conclusion of

the article that the Qiangsheng ITA has good diagnostic

performance for RA, as do the other three commercial anti-

CCP assays. This assessment seems to be based on the

comparison of ROC AUC values alone. However, AUC is
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more of a global measure of assay accuracy that is suitable for

general comparative assessment as it summarizes the assay’s

discriminative ability over the entire range of cut-offs (6). In

contrast, sensitivity and specificity at a given (recommended and

experimentally validated) cut-off represent individual assay

parameters that are relevant to the diagnostic outcome and,

most important, are robustly obtained with registered

commercial kits. Strikingly, the specificity of the Qiangsheng

ITA was lower than that of the other three assays at similar

sensitivities, regardless of whether the results were evaluated

based on the manufacturer’s cut-off (ITA: 74.4%, others: 96.2-

97.0%) or on the ROC-optimized cut-off (ITA: 81.2%, others:

94.0-96.2%). Considering false positive rates of 42.9% in non-RA

patients and 6.3% in healthy individuals, it is incorrect and

unacceptable to attest good diagnostic performance to the

Qiangsheng ITA. In fact, high specificity of anti-CCP testing is

a crucial requirement for the use of these antibodies as an aid in

the differential diagnosis between RA and other arthritides that

are clinically similar to RA. Although the authors make aware of

the low specificity, they do not address the associated negative

implications for differential diagnostic conclusions. Instead, at

the end of the discussion section, they make a misleading

statement about the clinical benefit of a high false positive

rate, which carries a high risk of misdiagnosis. Using the

Qiangsheng assay for RA screening, as suggested by Ma et al.,

would require a highly specific secondary assay to reliably

identify RA patients. This approach is in turn detrimental to

time and cost efficiency.

Finally, the authors point out that ELISAs are difficult to

automate due to a long assay time and complex liquid handling

procedures, which calls into question their suitability for high-

throughput laboratories. The article does not address the fact

that the EUROIMMUN ELISA is also suitable for fully

automated process ing (e .g . , on the EUROIMMUN

EUROLabWorkstation or EUROIMMUN Analyzer I) with the

parameters as given in Table 1 by Ma et al., thus accomplishing

high-throughput testing with up to >200 results per hour as well.

The description of the study methods does not specify whether

ELISA testing was carried out manually or automatically, while

for the other three assays the automation platforms used are

explicitly stated (Qiangsheng ITA: Beckman Coulter AU5800

Clinical Chemistry Analyzer; Elecsys ECLIA: Roche Modular

Analy t ic s E170 ; YHLO CLIA: YHLO iFlash 3000

chemiluminescence immunoassay Analyzer).
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